Analysis of high resolution isotopic signatures of CO$_2$ at the high altitude site Jungfraujoch in the period 2008-2016

Michael Müller, Béla Tuzson, and Lukas Emmenegger
Empa, Swiss Federal Laboratories for Materials Science and Technology, Dübendorf, Switzerland (michael.mueller@empa.ch)

A quantum cascade laser absorption spectrometer for measuring CO$_2$ and the isotopic ratios $\delta^{13}$C and $\delta^{18}$O has continuously been operated at the High Altitude Research Station Jungfraujoch (3580 m a.s.l.) since 2008. The measurement precision is about 0.02 ‰ for both isotope ratios for an averaging time of 10 min, while the accuracy was estimated to be 0.1 ‰ including the uncertainty of the calibration gases [1].

The isotope time series at Jungfraujoch has been extended by four years since the latest data evaluation [1] and currently spans almost eight years. We present first results of the time series analysis focusing on trends, year to year variations and the relation of the CO$_2$ concentrations to other trace gases measured at Jungfraujoch (e.g. CO). These investigations will be the basis for further analyses utilizing tools such as dispersion modelling.

References